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NARROWING BEAM-WALKING IS A CLINICALLY FEASIBLE APPROACH FOR 
ASSESSING BALANCE ABILITY IN LOWER-LIMB PROSTHESIS USERS 
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Objective: Challenging clinical balance tests are 
needed to expose balance deficits in lower-limb 
prost hesis users. This study examined whether nar-
rowing beam-walking could overcome conceptual 
and practical limitations identified in fixed-width 
beam-walking.
Design: Cross-sectional.
Participants: Unilateral lower-limb prosthesis users.
Methods: Participants walked 10 times along a low, 
narrowing beam. Performance was quantified using 
the normalized distance walked. Heuristic rules were 
applied to determine whether the narrowing beam 
task was “too easy,” “too hard,” or “appropriately 
challenging” for each participant. Linear regressi-
on and Bland-Altman plots were used to determine 
whether combinations of the first 5 trials could pre-
dict participants’ stable beam-walking performance. 
Results: Forty unilateral lower-limb prosthesis users 
participated. Narrowing beam-walking was appro-
priately challenging for 98% of participants. Per-
formance stabilized for 93% of participants within 
5 trials, while 62% were stable across all trials. The 
mean of trials 3–5 accurately predicted stable per-
formance.
Conclusion: A clinical narrowing beam-walking test 
is likely to challenge a range of lower-limb prosthe-
sis users, have minimal administrative burden, and 
exhibit no floor or ceiling effects. Narrowing beam-
walking is therefore a clinically viable method to 
evaluate lower-limb prosthesis users’ balance abi-
lity, but requires psychometric testing before it is 
used to assess fall risk. 
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tient outcomes assessment; rehabilitation; mobility limita-
tion; walking.
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Clinical balance tests are often designed for people 
with significant balance impairments and may be 

too easy for people with moderate impairments, such as 
lower-limb amputation (1). As such, balance tests often 
exhibit ceiling effects (1) or fail to discriminate between 
lower-limb prosthesis (LLP) users with and without a 
history of falls (1, 2). Tests that pose greater challenge to 

balance control are needed to expose important balance 
deficits and identify users at risk of falls (3, 4).

Beam-walking increases the challenge to balance 
control (3, 5) by constraining step width and/or redu-
cing the support surface, increasing the control required 
over the centre-of-mass. Beam-walking has been used 
previously to discern differences in balance between 
controls and LLP users (3), older adults (5), children (6) 
and professional ballet dancers (3). Beam-walking is 
thus an appealing paradigm for clinical testing because 
various levels of challenge can be created (i.e. different 
beam widths create unique walking conditions) and 
performance can easily be evaluated (i.e. an individual 
is either on or off the beam). Despite these benefits, 
the clinical feasibility of beam-walking as a means to 
assess balance control and/or fall risk within different 
clinical populations remains largely unexplored.

An initial study of LLP users found that walking 
on fixed-width beams had limited clinical feasibility. 
Similar to a study of older adults (5), no single fixed-
width beam provided an appropriate challenge to the 
LLP users studied (7). At least one-third of participants 
found walking along each of 3 fixed-width beams either 
too easy (i.e. they regularly finished the task) or too 
difficult (i.e. they could not consistently start the task). 
A clinical test derived from a fixed-width beam would 
therefore probably exhibit ceiling and floor effects. 
While the use of multiple beams could address this 
limitation, it would also impose undue administrative 
burden on clinicians by way of equipment, set-up, and 
administration time (7). A narrowing beam, consisting 
of segments from fixed-width beams, was proposed as 
a way to create a single test condition that could be used 
with individuals across the spectrum of balance ability. 
A narrowing beam test would theoretically combine 
the best attributes of single and multiple fixed-width 
beam-walking tests (i.e. minimal administrative burden 
and limited ceiling and floor effects). 

The objective of this study was to determine whether 
narrowing beam-walking could address limitations 
of fixed-width beam-walking for assessing balance 
in LLP users (7). We predicted that: (i) a narrowing 
beam-walking task would challenge a broad range of 
ambulatory LLP users, such that a subsequent clinical 
test would be free from ceiling or floor effects; (ii) 
narrowing beam-walking performance would stabilize 
for LLP users within fewer trials than fixed-width 

http://crossmark.crossref.org/dialog/?doi=10.2340/16501977-2329&domain=pdf
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458 A. B. Sawers and B. J. Hafner

beam-walking; and (iii) a narrowing beam-walking test 
procedure that limits administrative burden (i.e. num-
ber of trials) would accurately predict and have a high 
level of agreement with LLP users’ stable performance. 

METHODS
A cross-sectional study was conducted between July 2016 and 
May 2017 to assess LLP users’ ability to walk on a novel nar-
rowing beam. All study protocols were reviewed and approved 
by the University of Illinois at Chicago Institutional Review 
Board. All individuals provided written informed consent prior 
to enrollment and participation.

Participant recruitment

Participants were recruited from local prosthetic clinics. Inclu-
sion criteria were: 18 years of age or greater; unilateral, trans-
tibial or transfemoral amputation; at least 1 year of experience 
using a prosthesis; and able to walk 3.05 m over level terrain 
without an assistive device other than a prosthesis (e.g. cane). 
Individuals were excluded if they had amputation of another 
limb; contralateral leg complications such as a knee replace-
ment, ulcers, or infections; an advanced neurological disorder; 
or severe heart or pulmonary disease.

Characterization measures

Demographic characteristics, including age and sex, were col-
lected by self-report, while the investigators measured height and 

mass. Health-related information was collected via interview and 
included amputation level and aetiology, time since amputation, 
current prosthetic prescription, and time with current prosthesis. 
Medicare Functional Classification Level (K-Level) (8) was 
established through clinical inspection and interview. The Pro-
sthetic Limb Users Survey of Mobility (PLUS-M) 12-item short 
form was used to measure participants’ perceived mobility (9). 

Experimental apparatus

A narrowing beam measuring 7.32 m in length was con-
structed from 4 fixed-width beam segments each 1.83 m in 
length (Fig. 1A). A low beam height (3.8 cm) was selected to 
minimize postural threat (10). Beam segments varied in width 
(wide = 18.6 cm, intermediate = 8.6 cm, narrow = 4.0 cm, and 
very narrow = 2.0 cm) to create increasingly challenging walking 
conditions. Beam dimensions were selected based on earlier 
research (3, 5, 11, 12), which showed these or similar widths 
collectively challenged individuals with a range of balance 
abilities. Marks were placed every 15.24 cm along the length 
of the beam to measure the distance walked.

Beam-walking protocol

Each participant attempted to walk the length of the narrowing 
beam 10 times in order to provide an opportunity to achieve a 
stable level of performance. Participants were instructed to keep 
their arms crossed to mitigate potential trial-to-trial or individual 
differences in arm compensation strategies. No instructions re-
garding step length were provided, as enforced step length has 
been shown to have little effect on beam-walking performance 
(5). Each trial was concluded when the participant uncrossed their 

Fig. 1. (A) Narrowing beam-walking task. Participants attempted 10 walking trials. Gait pattern was not constrained, but participants kept their 
arms crossed over their trunk. If participants stepped off the beam or uncrossed their arms, the trial was stopped and the distance walked to that 
point was recorded. (B) Period of stable performance for a representative participant (grey band). (C) Periods of stable performance were identified 
based on change points in the slope of the cumulative record of each participant’s normalized distance. For this participant, the last change point 
occurred during trial 3 (i.e. significant difference in slope before and after that trial).
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459Narrowing beam-walking test

3. Performance would be considered stable across all trials if 
no change points were identified in a data record. Conversely, 
performance would not be considered to have stabilized if a 
participant’s last change point occurred at trial 9. Change point 
analysis was performed using previously developed Matlab™ 
(Mathworks, Natick, MA, USA) routines (14).

Development and evaluation of test administration procedures

Several test administration procedures were proposed and 
evaluated to determine whether participants’ mean normalized 
distance during the stable period of narrowing beam-walking 
could be estimated accurately in 5 or fewer trials. Only the 
first 5 trials were considered since the objective was to deve-
lop a clinical test with minimal administrative burden. Mean 
normalized distance during the stable period was selected as 
the reference because it was deemed to reflect an individual’s 
“usual” or “typical” balance ability. 

Combinations of participants’ mean and maximum norma-
lized distances during the first 5 trials (e.g. maximum of first 
3 trials, mean of trials 3–5) were systematically assessed to 
determine which potential test administration procedure best 
estimated participants’ mean, stable performance on the nar-
rowing beam. Simple linear regressions were performed using 
mean normalized distance during the stable performance period 
as the dependent variable and normalized distances from the 
potential test administration procedures as the independent 
variables. Bland-Altman plots (15) were also constructed to 
assess the level of agreement between the independent and 
dependent variables. To test for proportional bias in each po-
tential test procedure, regression coefficients (β) for each of the 
Bland-Altman plots were calculated and compared with zero. 
Shapiro-Wilk’s test was used to assess all data for normality. 
All statistical tests were conducted using SPSS (V.24; SPSS, 
Inc., Chicago, IL, USA). 

RESULTS

Participants and narrowing beam-walking performance
Forty LLP users participated in the study (Table I). Nor-
malized distance on the narrowing beam (mean = 0.41, 
95% confidence interval (95% CI) 0.06 across all 
participants) was normally distributed.

Narrowing beam-walking difficulty
Out of the 40 participants 39 were consistently able 
to start, but rarely finish walking along the narrowing 
beam. Only one participant demonstrated 3 or more 
trials with a normalized distance of 0.0 (i.e. too hard), 
and none registered 3 or more trials with a normalized 

arms, stepped off the beam, or walked its full length; whichever 
came first. The distance of the most anterior position of the last 
foot on the beam was recorded when the participant uncrossed 
their arms or stepped off the beam before completing the trial.

Beam-walking performance

Beam-walking performance was quantified by the “normalized 
distance”, or the mean distance walked across each trial relative 
to overall beam length (3). To account for participants’ starting 
position (i.e. with one foot on the beam) relative beam length 
was the final 6.71 m of the beam (7.32–0.61 m). Therefore, 
normalized distance was calculated relative to the last 6.71 m 
of the beam. For example, if the participant did not reach the 
0.61 m mark on a trial, normalized distance was 0.0. If the par-
ticipant successfully walked the length of the beam normalized 
distance was 1.0. Normalized distance was calculated as 0.36 
if the participant stepped off the beam at the 3.05-m mark (i.e. 
2.44 m/6.71 m).

Assessment of task difficulty

To assess the ability of the narrowing beam to challenge all 
participants, previously developed heuristic rules were app-
lied to indicate whether the beam was “too easy,” “too hard,” 
or “appropriately challenging” for each participant (7). For 
example, if a participant demonstrated a normalized distance 
of 0.0 in 3 or more trials, the narrowing beam was considered 
too hard (i.e. the participant could not consistently begin the 
task). Conversely, if the participant demonstrated a normalized 
distance of 1.0 in 3 or more trials, it was determined to be too 
easy (i.e. the participant regularly finished the task). However, 
if an interim level of performance (i.e. fewer than 3 trials at a 
normalized distance of 0.0 or 1.0) was demonstrated, then the 
narrowing beam was considered to be appropriately challenging 
(i.e. the participant was regularly able to start the task but not 
complete it). The proportion of participants for whom the nar-
rowing beam was deemed to be either too easy or too hard was 
compared with a 15% threshold to determine if a clinical test 
based on narrowing beam-walking would be likely to exhibit 
floor and/or ceiling effects in LLP users (13). 

Time to beam-walking performance stabilization

To determine if and when each participant’s beam-walking per-
formance stabilized (i.e. reached a consistent level), a recursive 
algorithm was applied to detect significant changes in the slope 
of each participant’s cumulative trial-by-trial record (14). These 
changes in slope are referred to as change points. The last change 
point in a record indicates when a participant’s cumulative 
trial-by-trial record reaches a terminal slope, and thus when 
beam-walking performance stabilizes (Fig. 1B, C). For example, 
a participant’s beam-walking performance would be considered 
stable from trials 4 to 10 if the last change point occurred at trial 

Table I. Participant demographics

Age 
(years)

Height 
(cm)

Weight 
(kg) Sex

Years Since  
Limb Loss MFCL Plus-M Score

Amputation
Level

Amputation
Etiology

Mean
(1SD)

48.73 
(14.57)

173.30
(9.05)

78.45 
(14.83) (21) Male

(19) Female

14.31 
(12.62)

(2) K1
(15) K2
(17) K3
(6) K4

54.12 
(8.68)

25 Transtibial
15 Transfemoral

(25) Trauma
(7) Dysvascular
(5) Cancer
(3) Infection

Range 24–70 155–189 47–107 2-57

MFCL: Medicare Functional Classification Level (K-level)

J Rehabil Med 50, 2018
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460 A. B. Sawers and B. J. Hafner

performance (mean ± 95% CI normalized distance) 
was 0.41 ± 0.06. Linear regression demonstrated that 
normalized distances derived from all potential test 
administration procedures statistically predicted parti-
cipants’ mean normalized distance during the stable pe-
riod of performance, F(1,38) = 88.24–242.30, p < 0.005. 
Normalized distances obtained using the potential test 
procedures accounted for 70–91% of the variation 
in mean stable normalized distances with adjusted 
R2 = 0.69–0.90. The standard error of the estimate varied 
between 0.067 and 0.106 for each of the potential test 
procedures (Table II). Normalized distances, based on 
means of trials 2 through 4, trials 2 through 5, and trials 
3 through 5, provided the most accurate estimates of sta-
ble performance, and were selected for further analysis. 

Among these 3 proposed test administration proce-
dures, there was an equal distribution of data-points 

distance of 1.0 (i.e. too easy) (Fig. 2A). In general, each 
participant’s performance on the narrowing beam mir-
rored individual LLP user’s performance on the most 
suitable of 3 fixed-width beams tested in a previous 
study (Fig. 2B) (7). 

Stabilization of narrowing beam-walking 
performance
Six trials were required to account for all 40 partici-
pants last change points on the narrowing beam (Fig. 
3). However, 37 of the 40 participants’ last change 
points were identified by the fifth trial, and 25 of the 40 
participants had no change points in their performance 
record (i.e. they exhibited stable performance from the 
first trial onward). 

Estimating participants’ stable performance
Assumptions of linearity, independence of observa-
tion, normality, and homoscedasticity for simple li-
near regression were confirmed. Stable beam-walking 

nu
m

be
r o

f p
ar

tic
ip

an
ts

40

32

24

16

8

0
41 2 3 85 6 7 109

trials
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Fig. 3. Narrowing beam-walking performance stabilized for each 
participant. Overall, 7 trials were required to account for the last change 
point of each participant. However, 37 of 40 participants’ last change 
points occurred by the fifth trial, and 25 of 40 had stable performance 
from the first trial onward.

Table II. Variance in observed score accounted for (R2) and standard 
error of the estimate (SEE) by potential administration procedures

Trials R2 adjusted SEE α-value

1–2 mean 0.738 0.097 < 0.005
1–3 mean 0.733 0.098 < 0.005
1–4 mean 0.825 0.080 < 0.005
1–5 mean 0.838 0.077 < 0.005
2–5 mean 0.861 0.071 < 0.005
2–3 mean 0.753 0.095 < 0.005
3–5 mean 0.898 0.067 < 0.005
4–5 mean 0.798 0.086 < 0.005
2–4 mean 0.841 0.076 < 0.005
3–4 mean 0.810 0.084 < 0.005
1–2 max 0.705 0.103 < 0.005
1–3 max 0.699 0.105 < 0.005
1–4 max 0.696 0.105 < 0.005
1–5 max 0.731 0.099 < 0.005
2–5 max 0.726 0.100 < 0.005
3–5 max 0.712 0.103 < 0.005
4–5 max 0.692 0.106 < 0.005
2–4 max 0.706 0.104 < 0.005
3–4 max 0.691 0.106 < 0.005

Best forms in bold.

Fig. 2. Narrowing beam-walking provided a suitable level of challenge for assessing balance across a broad sample of ambulatory LLP users. (A) 
Thirty-nine of 40 participants were regularly able to start, but not complete, the task. (B) Performance on the narrowing beam mirrored performance 
on the most suitable of 3 fixed-width beams tested previously (7). LLP users in the present study showed similar performance on the narrowing 
beam as on wide, intermediate, or narrow fixed-width beams deemed to be appropriately challenging for them in a prior study. This implies that 
a single test condition, the narrowing beam, can replace 3 test conditions (i.e. wide, intermediate and narrow beams) and subsequently reduce 
administrative burden.
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461Narrowing beam-walking test

pants’ estimated normalized distances were outside the 
95% limits of agreement (i.e. ± 1.96 standard deviation of 
mean difference) for the mean of trials 3 through 5. In 
contrast, 2 (5%) and 4 (10%) of the normalized distances 
were outside the 95% limits of agreement for the mean 
of trials 2 through 5 and trials 2 through 4, respectively. 

DISCUSSION

Narrowing beam-walking presents as a clinically fea-
sible approach for evaluating balance ability across 
a range of ambulatory LLP users. This conclusion is 
based on results from the present study that showed: 
(i) participants routinely started, but did not finish, 
the narrowing beam-walking task; (ii) participants’ 
performance on the narrowing beam stabilized rapidly; 
and (iii) a narrowing beam-walking test procedure 
accurately predicted participants’ stable narrowing 
beam-walking performance. 

Narrowing beam-walking challenges a broad range 
of individuals 
Based on previously developed heuristic rules to as-
sess beam-walking performance (7), only one of the 
40 participants found the narrowing beam-walking 
task too hard. None found it too easy. Adopting the 
conservative 15% threshold noted by Andresen (13), 
these results imply that a clinical test based on a nar-
rowing beam-walking task would exhibit neither cei-
ling nor floor effects among ambulatory LLP users. In 
contrast, fixed-width beam and narrow-path walking 
tasks would probably require multiple beams or path 
widths to avoid ceiling and floor effects (4, 5, 7, 16). 
Eliminating or reducing ceiling effects relative to other 
types of beam-walking tests may confer additional be-
nefits. Potential benefits include an improved ability to 
measure balance across a broader range of individuals, 
identify improvements and deteriorations in balance 
performance more consistently, and discriminate bet-
ween fallers and non-fallers with greater sensitivity and 
specificity. Therefore, the narrowing beam-walking 
task proposed here appears to achieve a key objective 
towards improved clinical assessment, to mitigate cei-
ling effects common to clinical balance tests by increa-
sing the challenge to balance control (1, 17). Although 
the present study targets LLP users, ceiling effects have 
been reported in clinical tests used to assess balance in 
other clinical populations (e.g. incomplete spinal cord 
injury, concussion, older adults) (2, 18–21). Therefore, 
the narrowing beam-walking task presented here may 
also enhance clinicians’ abilities to accurately assess 
balance in other populations at risk for falls. 

above and below the mean difference line on the Bland-
Altman plots (Fig. 4). Regression coefficients (β) for 
each of the Bland-Altman plots were not significantly 
different from zero (mean of: trials 2 through 4 β = 0.052, 
p = 0.444; trials 2 through 5 β = –0.020, p = 0.749; trials 
3 through 5 β = –0.021, p = 0.760). None of the partici-

Fig. 4. Bland-Altman plots for the top 3 test procedures. (A) Mean of trials 
3 through 5. (B) Mean of trials 2 through 5. (C) Mean of trials 2 through 
4. The solid line depicts the mean difference between the observed (i.e. 
stable) performance and the performance estimated using each of the 
proposed test procedures. The dashed lines depict the 95% confidence 
interval (95% CI) or limits of agreement of those mean differences. 
The equal distribution of points above and below the mean difference 
line suggests that there is no proportional bias between the full and 
abbreviated test procedures. 100% of the data points were within the 
95% CI limits for the mean of trials 3 through 5, 95% for the mean of 
trials 2 through 5, and 90% for the mean of trials 2 through 4. Results 
indicate that the mean of trials 3 through 5 provides the most accurate 
estimate of participants’ stable performance.
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462 A. B. Sawers and B. J. Hafner

Narrowing beam-walking exhibits minimal learning 
effects
Narrowing beam-walking performance stabilized for 
all participants within 6 trials, 37 of 40 participants 
within 5 trials, and 25 of 40 participants within a 
single trial. Overall, narrowing beam-walking per-
formance stabilized in 2 fewer trials than fixed-width 
beam-walking (7). These results suggest narrowing 
beam-walking has reduced learning effects relative 
to fixed-width beam-walking. This is consistent with 
previous studies that showed participants’ performance 
on a progressively narrowing path remained stable (22) 
while participants’ performance on a fixed-width nar-
row path improved trial-to-trial (16, 23). This implies 
that tests with offering progressively increasing chal-
lenge to balance (e.g. a narrowing beam or path) may 
be able to measure an individual’s typical performance 
more efficiently (i.e. with fewer trials) than tests with 
a consistent level of challenge. It may be that progres-
sively changing task-demands are less susceptible to 
learning and facilitate the measurement of underlying 
ability rather than practiced skill. While our finding that 
25 of 40 participants demonstrated no learning effect 
at all supports this hypothesis, but further testing is 
needed to confirm it. Although the focus of this study 
was on balance, results may also inform development 
and administration of more challenging tasks to assess 
other constructs, such as mobility (24, 25). 

Determining the time course of performance 
stabilization addresses conceptual and practical 
issues in test development
Measuring the time course of performance stabiliza-
tion, as was done in this study, confers 3 benefits that 
are rarely considered in the development of clinical 
balance tests. First, identifying the period of stable 
performance ensures that the construct of interest (i.e. 
balance) is evaluated during consistent, rather than 
changing performance levels (e.g. during a period of 
learning). Efforts to assess the number of trials requi-
red to achieve stable performance in clinical balance 
tests are rare. Studies that have evaluated participants 
over sequential trials often reveal that the few trials 
generally recommended in clinical test administration 
protocols (e.g. 3 or less) are insufficient for perfor-
mance to stabilize (26, 27). Therefore, most clinical 
assessments are made when individuals are improving 
on a test, rather than performing at a consistent level 
indicative of their inherent ability. Secondly, exami-
ning performance stabilization allows developers of 
performance-based tests to determine whether a pro-
posed administration or scoring procedure measures 
an individual’s typical or atypical (e.g. best or optimal) 

performance. This may be particularly important with 
balance tests, as measuring an individual’s best perfor-
mance over a small number of trials may overestimate 
their ability and underestimate the presence of deficits 
that contribute to fall risk. Notably, developers often 
recommend scoring a test using the best trial (28, 29) 
even when consecutive trials in performance-based 
tests are shown to vary (26, 27, 30). Thus, it remains 
unclear to what extent an individual’s best performance 
on a clinical test is representative of his or her true 
ability. Importantly, none of the test administration 
procedures examined in this study that used “maxi-
mum” normalized distances provided better estimates 
of participants’ stable performance than the test admi-
nistration procedures that used “mean” distances. This 
suggests that LLP users’ best performance may not 
provide the most accurate estimate of their true ability 
on this test. Lastly, quantifying the time course of per-
formance stabilization provides a basis for developing 
an accurate and yet pragmatic administration and 
scoring procedure. By identifying the point at which 
performance stabilized, it was possible to develop a 
shorter, yet still accurate, test procedure for the nar-
rowing beam-walking test. 

The developed test administration procedures provide 
a quick and accurate estimate of stable beam-walking 
performance 
Several different methods for scoring the narrowing 
beam-walking test were evaluated in this study. Among 
the top 3 viable methods, Bland-Altman plots revealed 
an absence of proportional bias and an acceptable le-
vel of agreement between participants’ estimated and 
observed (i.e. stable) performance. Thus, any of these 
test procedures could be used in place of the full 10 
trials. While each of these test procedures predicted 
participants’ stable performance, the mean of trials 
3 through 5 was the most accurate. Considering its 
prediction accuracy, level of agreement, and absence 
of bias, the mean of trials 3 through 5 provides the best 
estimate of observed stable narrowing beam-walking 
performance among ambulatory LLP users. Adopting 
this test procedure reduces the number of trials to be 
collected, since there is no longer a need to determine 
each individual’s period of stable performance post-hoc. 
Thus, administrative burden of the proposed narrowing 
beam-walking test (Appendix SI1) would be similar to 
that of existing single-task balance tests, such as the 
Timed Up and Go (3–6 trials) (26, 31), Four Square 
Step Test (3 trials) (28), and the Single Leg Stance Test 
(5 trials) (32) and less than multiple-task tests such as 

1https://doi.org/10.2340/16501977-2329
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the Berg Balance Scale (33), Dynamic Gait Index (34) 
or Fullerton Advanced Balance scale (35). 

Study limitations
While the results of this study are promising, it is 
plausible that the current narrowing beam design may 
be susceptible to floor effects among LLP users with 
significant mobility restrictions (i.e. unable to walk 3.05 
m). This potential limitation could be addressed by ad-
ding a wider beam segment at the start of the test (22). 
In addition, the scoring procedures proposed here (i.e. 
mean of trials 3 through 5) only provide an estimate of 
stable observed performance, and may not predict stable 
performance for every individual. However, our data 
suggest that this procedure produces an accurate estima-
tion for most ambulatory LLP users and is a practical 
method to limit overall administrative burden. Since 
this study was cross-sectional in nature, we assessed 
only short-term (i.e. within-session) learning effects. 
Longitudinal studies are required to determine whether 
beam-walking performance is consistent over sessions 
conducted on different days (i.e. test-retest reliability). 
Finally, these results do not imply that a narrowing 
beam-walking task can be used to evaluate fall risk. 
Additional validation of the proposed narrowing beam 
test is needed to evaluate its diagnostic accuracy.

This study is the first step towards the development, 
psychometric evaluation, and implementation of a 
standardized narrowing beam-walking test for mea-
suring balance in LLP users. Here we demonstrated 
that: (i) most participants in this study routinely started, 
but did not finish, the narrowing beam-walking task, 
suggesting that a clinical test based on these results is 
likely to be free of ceiling and floor effects; (ii) walking 
performance on the narrowing beam stabilized rapidly, 
facilitating the development of test administration pro-
cedures to estimate participants’ stable performance; 
and (iii) a narrowing beam-walking test, scored as the 
mean of trials 3 through 5, accurately predicted parti-
cipants’ stable narrowing beam-walking performance, 
suggesting a clinical test based on this procedure would 
have minimal administrative burden. Based on these 
findings, we propose that the narrowing beam-walking 
test next be evaluated for validity relative to existing 
clinical tests, reliability over time, and accuracy for 
assessing fall risk among LLP users.
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